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Abstract— The present work describes a novel approach to
trajectory planning for minimally invasive surgery consisting
of an algorithm able to provide the surgeon with multiple
curvilinear paths to connect an entry area defined on the brain
cortex to a specific target point in the brain. A criterion based
on the minimum distance from the safety-critical brain struc-
tures (blood vessels, thalamus and ventricles) is used to rank
the obtained trajectories. The solution is integrated onto the
EDEN2020∗ programmable bevel-tip needle, a multi-segment
probe whose steering ability derives from the offset generated
on its tip, and provides a level of tolerance with respect
to tracking errors arising from catheter model inaccuracies.
The case of study of the work consists of a typical Deep
Brain Stimulation scenario where tests have been performed in
order to compare the result obtained from standard rectilinear
trajectory planning against this novel curvilinear solution using
the clearance from obstacles as an index of performance of the
estimated solutions.
I. INTRODUCTION
Parkinson’s disease (PD) represents one of the most
common neurodegenerative disorders with a prevalence of
∼0.3% in industrialized countries and a peak of 1% in people
over the age of 60 [1].
A surgical approach capable of improving patients daily-
living activities by reducing PD symptoms is represented by
Deep Brain Stimulation (DBS), an adjustable and reversible
alternative to direct brain tissue ablation based on electrical
stimuli delivered by implantable electrodes [2], [3]. Gener-
ally, the anatomical target of DBS consists of the subthalamic
nuclei (STN) [2].
Estimating a safe insertion pathway to reach STN can be
complex and time consuming for surgeons, who may spend
up to 1h 30mins performing this task [3]. Moreover, even
careful planning can lead to surgery-related complications
such as hemorrhaging, seizures or incorrect electrode place-
ment [4]. Solutions able to automate the definition of DBS
trajectories can prove useful in assisting the surgeon in this
task, not only by reducing the time required by this step, but
also by tuning the solutions in accordance with optimality
criteria, such as the reduction of the total path length and
the clearance from safety-critical brain structures (i.e blood
vessels, lateral ventricles, thalamus and cerebellum [5]).
Obstacle-avoidance capability plays a key role in preventing
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DBS-related complications, so the possibility to exploit elec-
trodes able to steer along curvilinear trajectories to reach a
specific brain area as STN can overcome limitations linked to
straight paths and rigid embodiments. Different prototypes of
steerable needles for Minimally Invasive Surgery (MIS) were
proposed in literature and some of them find possible imple-
mentation in DBS [6], [7]. Specifically, the present work
will be focused on the EDEN2020∗ (www.eden2020.eu)
programmable bevel-tip needle (PBN). This probe is made
of four interlocked sections (a thorough representation of
PBN design can be found in [8], [9]) and its steering
ability originates from the offset determined at the needle
tip by the reciprocal displacement among the sections. As
it was originally intended as a means for drug delivery
in glioblastomas treatment, PBN includes inner working
channels that are suitable for being used for electrode
deployment, making PBN potentially appropriate for DBS
implantation. A previous work [10] describes an automatic
3D planner for curvilinear trajectories in MIS designed to
guarantee the clearance from safety-critical brain structures
accounting for kinematic constraints and non-holonomicity
of PBN as well as for possible inaccuracies in catheter
modeling. The algorithm, developed as a module for 3D
Slicer© (www.slicer.org), uses the asymptotically-optimum
solution described in [11] to connect an entry point (EP) to
a target point (TP), solving a so-called single-query planning
task and performs a path optimization in order to meet PBN
constraints.
In the present work we propose a planning tool based on
the afore-mentioned planning algorithm, able to provide the
surgeon with a pool of feasible trajectories resulting from a
multi-query planning process which uses a DBS scenario as
case of study.
The paper is structured as follows. In Section II, an overview
of the current approaches to MIS path planning is provided.
Section III describes the proposed solution and the dataset
used. Results from simulations are presented in Section IV
while discussion and conclusions can be found in Section V.
II. RELATED WORKS
Several automatic approaches were proposed for straight
trajectory planning in MIS applications. Briault et al. in [12]
suggested a DBS planning framework for STN targeting
which exploits a multi-modal Magnetic Resonance Imaging
(MRI) acquisition protocol to estimate the best entry area
over the whole brain cortex for straight electrodes insertion,
guaranteeing proper avoidance of safety-critical inner struc-
tures. Essert et al. [3] formalized the implicit and explicit
principles used by surgeons in DBS manual planning to tune
an automatic straight trajectory planner.
A multi-planner for Stereoelectroencephalography (SEEG)
solution proposed in [5] (subsequently improved in [13])
is able to provide the surgeon with the best configuration
for multiple linear electrodes, accounting for the spacial
relationships among them. This is also obtained by ex-
panding each EP initially selected by the surgeon to an
entry area, where new EPs are estimated in order to search
for novel trajectories. The latter approach is also used in
a multi-trajectory planner for keyhole neurosurgery [14],
where the best straight trajectory is defined according to
specific optimality criteria.
Regarding curvilinear trajectory, a variety of solutions can be
found in MIS. Duindam et al. [15] proposed a method based
on inverse catheter kinematics which has showed limited
obstacle-avoidance capability when tested in a simplified
simulation environment. In [16], Park et al. describe an
algorithm for MIS applications based on a probability map,
but without testing it in the presence of obstacles.
The discretization of the working domain is the key feature
of the Adaptive Fractal Tree [17], which uses fractal theory
and process parallelization to achieve a computational time
compatible with real-time replanning, but requires a perform-
ing Graphics Processing Unit.
Sampling-based solutions are the current trend for generic
single-query, path planning problems. In [18], a combination
of Rapidly-exploring Random Tree (RRT) and reachability-
guided approach (RG-RRT) is described. The method can
compute curvilinear trajectories in complex 3D scenarios by
sequentially connecting arcs with bounded curvature. The
short time required for computation allows its use in real-
time applications, even though tests were only performed
in simplified 3D environments. A similar approach was
presented by Caborni et al. [19] for 2D trajectory planning.
In the Batch Informed Tree (BIT*) suggested by Gammel et
al. in [11], the best trajectory in terms of path length is found
by increasingly sampling the working domain, confining
the research within an ellipsoidal region. As the research
for the global optimum proceeds, the ellipsoid decreases
its volume proportionally with the shortening of the path
length, focusing the research to a smaller region. Authors
demonstrated the asymptotic optimality of the method and
experiments showed a reduction in the computational time,
even though no assessment was performed in MIS scenarios.
In a previous work [10], an approach similar to BIT* was
implemented for developing an automatic 3D planner, which
showed good planning capability in a typical neurosurgical
scenario, but also highlighted the effect of catheter curvature
limitation in hindering the definition of viable trajectories.
This work aims to increase the probability of finding at
least one solution for the planning task by expanding the
original single-query planning problem (a single EP to be
connected to a single TP) to a multi-query task (multiple
EPs-one TP) through the definition of an entry area and a
set of EPs in the neighborhood of the original EP defined by
the surgeon, which are sequentially provided to the planning
algorithm. The method was compared with the standard
rectilinear approach through an analysis of the differences in
terms of clearance from obstacles between the two methods.
The performances were additionally put in relation with
the control accuracy over the insertion process leading to
possible trajectory tracking error and which, in the case of
the steerable needle, derives from inaccuracies in the catheter
modeling.
III. METHODS
Two MRI acquisition protocols are used: a T1-weighted
volumetric acquisition (Philip Ingenia CX 3T, TR/TE (ms):
12/5.8, data matrix: 320 × 299, FOV (mm): 256 × 240, in-
plane resolution (mm): 0.80 × 0.80, thickness (mm): 0.80,
number of sections: 236) for morphological characterization
and a 3D high-resolution time-of-flight (TOF) acquisition
(Philip Ingenia CX 3T, TR/TE (ms): 23/3.5, acquisition
plane: axial, data matrix: 500× 399, FOV (mm): 200× 200,
in-plane resolution (mm): 0.40×0.50, thickness (mm): 0.90,
number of sections: 210) for arterial vessels visualization.
Acquisitions from one healthy subject were performed at
the Center of Excellence for High Field Magnetic Res-
onance (CERMAC), Ospedale San Raffaele, Milan, Italy
under ethical approval n. 80/INT/2016 and patient gave
written informed consent. A Computed Tomography (CT)
acquisition (resolution (mm): 0.43 × 0.43 × 2.52) is used
to reconstruct the skull surface. A non-rigid registration is
performed on the MRI and CT dataset using the Elastix
toolbox [20].
A schematic representation of the workflow for the proposed
solution is depicted in Fig. 1 and described hereinafter.
A. MRI data elaboration
MRI data are elaborated in order to obtain the required
morphological information: 3D Slicer is used to segment
brain ventricles from the T1 series via thresholding and the
same method is used to obtain the arterial tree from the TOF
imaging and the patient’s skull from CT data.
The STN and the thalamus are identified in patient anatomy
by making use of an on-line brain atlas [21], after a nonrigid
co-registration performed via Elastix toolbox. Freesurfer
pipeline [22] is executed on T1 series in order to obtain
the cortical surface and other related indexes. Specifically,
the curvature index is used to separate the original mesh M
in gyri and sulcis (Mg , Ms).
B. Entry area definition and mesh decimation
As the cortical surface has been divided in Mg and Ms,
the surgeon is asked to roughly identify a preferred entry
location for the catheter and to place a fiducial point (EPinit)
over Mg . At this phase, Ms is removed from the pool of
possible entry locations: in this way, the probability to hit
a vessel at the EP location is reduced as vessels are more
likely located at the bottom of sulcis [23]. Similarly, the
target location (TP) is manually placed over the STN, in the
same hemisphere of EPinit.
As the query (i.e. the couple EPinit-TP) is defined, a circular
Fig. 1: Schematic representation of the workflow for the presented solution.
area Mentry ⊂Mg is built such that:
‖EPinit − v‖ < r ∀v ∈Mentry
where v is the 3D position of a generic vertex ofMentry and
r consists in the desired radius of the circular area. Mentry
represents the region where to perform the search for new
possible EPs.
Subsequently, a mesh decimation is performed using the
approach proposed by Schroeder et al. [24] in order to
reduce the number of vertices composing the mesh and,
consequently, the pool of possible new EPs. The under-
sampling is implemented through the VTK scientific library
(Kitware, Clifton Park, NY, USA).
C. Points feasibility check
For each triangle i composing the decimated mesh, the
center of mass is computed (COMi) and a multiple check
is performed to ensuring that this point corresponds to a
feasible new catheter EP:
1) Tilt check: the entry angle over the skull aims to
resemble the normal direction of the skull as closely
as possible, otherwise the drill may slip over the skull
making difficult to create the borehole [25]. To ensure
this requirement is met, the normal direction −→n i is
computed for COMi over the cortical surface. By
projecting COMi on the external skull surface along−→n i, it is possible to define the corresponding drilling
point over the skull (COMSi ).
COMi is rejected from the pool of possible new EPs
if:
∠(−→n i,−→n Si ) > αmax
where −→n Si represent the normal direction computed
over COMSi and αmax is the maximum inclination
admitted for the drill with respect to the skull surface.
Both −→n i and −→n Si result from averaging the normal
directions over their adjacent vertices of the relative
meshes.
2) Vessel proximity check: only if the previous test has
been passed, COMi is evaluated for its vicinity to
superficial blood vessels which can lie underneath
COMi. In order to achieve this, the minimum steering
space lmin required by the catheter to avoid an obstacle
placed along its insertion direction is computed, as
showed in Fig. 2a, by considering the PBN curvature
limit (KPBN ) and the maximum diameter angio of
pial blood vessels [26]. A straight cylindrical vol-
ume V safe is generated, it spans from COMi toward
TP with a height V safeh = lmin and a diameter
V safe = PBN . The presence of vessels within Vsafe
is checked, which determines the rejection of COMi
from the poll of possible new EPs. A representation of
V safeis proposed in Fig. 2b.
3) Point-to-point proximity check: in case COMi lies too
close to another COM (i.e. ‖COMi−COMj‖ < dpp),
COMi is rejected.
Tilt, vessel and point-to-point proximity represent the three
strong constraints a COM must meet to be acknowledged as
candidate EPs. COMs that pass all these checks are added
to a set SEPs composed by new feasible EPs for catheter
implantation.
D. Path planning
SEPs, the set of feasible EPs, goes through the automatic
planning phase: each EP ∈ SEPs is provided sequentially to
the single-query curvilinear path planner described in [10].
The planner, suited on PBN kinematics and briefly described
hereinafter, exploits an heuristic sample-based approach [11]
which allows to speed up the research for a solution to the




Fig. 2: Illustration of the vessel proximity check. In Fig. 2a, a representation
of lmin as the minimum distance required by the catheter to steer is
showed, which is determined considering the maximum diameter of pial
blood vessels and the maximum curvature admitted by PBN. Fig. 2b showed
the construction of Vsafe as a cylindrical volume having lmin as principal
axis and PBN as diameter. In this case, the vessel BV2 is outside Vsafe
whilst BV2 lies inside and thus determines the rejection of the COM from
the pool of new EPs.
1) First path definition: an initial ellipsoidal volume is
built around EP and TP and its volume is sampled with
points which are gradually added to a oriented graph
guaranteeing obstacle avoidance. As the number of
samples increase, the ellipsoid enlarges proportionally
until a first path from EP to TP is found.
2) Path optimization: New points are sampled in the
ellipsoidal volume and the graph pruned to reduce the
length of the path. Each time a shorter path is found,
the ellipsoid reduces, focusing the research to a smaller
subspace of the working domain. When the density of
samples reach a threshold without further reduction of
the path length, the latest path is considered as the best
solution to the planning problem.
3) Interpolation and smoothing: The best path undergoes
an Hermite spline interpolation to provide C2 continu-
ity and a smoothing step to reduce its curvature and
meet PBN curvature limit.
4) Uncertainty margin: to account for catheter modeling
inaccuracies which can result in error in trajectory
tracking over the insertion procedure, a safety margin
is add to the estimated trajectory. This consists of a
conical-shaped volume that enlarges in the 3D space
approaching to the TP according with the standard
deviation of the control error m ∼ N (0,M). The
uncertainty margin represents a further hard constraint
for the curvilinear path planner and it is taken into
consideration when determining if the estimated trajec-
tory guarantees obstacle clearance. In case the margin
intersects a safety-critical structure, the trajectory is
rejected and no solution is provided for the specific
couple EP-TP.
As the planning algorithm is run over all EP ∈ SEPs, the
estimated trajectories are evaluated according to the safety
level they provide in term of clearance from critical brain
structures. To this scope, the minimum distance from an
obstacle is computed for each trajectory tr ∈ T , where T
represent the set of all the trajectories obtained by the plan-
ning process, and the surgeon in then provided with the ten
best trajectories according to this metric. A representation of
the trajectories obtained by the planning process is presented
in Fig. 3.
Fig. 3: Results of the curvilinear planning process. The brain angiography,
the thalamus, the ventricles and the STN are showed respectively in red,
olive, blue and light green. EPinit and the new EPs are displayed over
the pink entry area in light green and purple respectively. The estimated
trajectory, in red, starts from the EPs and ends on the STN (not visible).
The uncertainty margin is presented in dark yellow as a cone that surrounds
the estimated trajectories.
IV. RESULTS
To check the feasibility of the proposed method, simula-
tions were performed on an iMac (OS-X 10.11.6, 3.1GHz In-
tel Core i7, 8GB RAM). To this scope, the dataset described
in Section III-A was used. The 2 ideal TPs over the right and
left STN as well as 6 candidate EPinit, 3 on the right and 3
on the left hemisphere, have been identified. The entry areas
(Mientry, i = 1, 2, . . . , 6) , whose representation is showed
in Fig. 4, were computed following the steps described in
Sections III-B, III-C.
A. Decimation threshold
To find the mesh decimation parameter (ξopt, see Section
III-B) able to guarantee the greatest number of detected
Fig. 4: Entry areas identified over the brain cortex (in red), 3 on the left and
3 on the right hemisphere. The manually-selected entry points are displayed
in green at the center of the circular areas.
COMs, a test was carried out to evaluate the number of
COMs which meet the geometric and safety constraints
described in Section III-C. Each of the six Mentry under-
went a gradual decimation process performed by decremental
steps ∆ξ until a saturation in the number of COMs was
reached. Simulation parameters and hard constraints values
are reported in Table I. The values of the maximum in-
clination angle αmax and Mentry radius were consistent
with those used in [13], while the minimum distance dpp
between adjacent COMs was defined as a reasonable value
in accordance with the resolution of the MRI data.
The test demonstrated a saturation in the number of COMs
obtained by mesh decimation and the data showed a good fit
with an exponential trend (R-square= 0.986), thus an optimal
decimation value has been defined as ξopt = 70%. This
decimation level was used in the subsequent simulations.
TABLE I: Values used in the simulation of Section IV-A for parameters and
hard constraints.
Hard constraints Simulation parameters
αmax [deg] 30 Decimation range [%] 100-65
KPBN [mm−1] 0.014 Decimation step ∆ξ [%] 2.5




Next simulation protocol assessed the benefits of curvilin-
ear planning with respect to a rectilinear solution in terms
of clearance from obstacles over the variation in catheter
control accuracy. The latter is represented by the uncertainty
margin which, in turn, features the error in trajectory tracking
attributable to inaccuracies in catheter modeling.
To the scope of this test, the sets SiEPs, i = 1, 2, . . . , 6
constituted by the feasible EPs defined over the 6 entry
areas were provided to both the curvilinear and a standard
rectilinear planner. Different simulations were run, making
the variance of the tracking error M varying in a range
from 0 to a maximum of 2 × 10−3mm2 ([27] was used
as reference) . For each rectilinear and curvilinear trajectory,
the minimum distance (dmin) from the closest safety-critical
structure (e.g. a blood vessel, the thalamus or a ventricle)
was computed.
In Fig. 5, results from the different simulations are presented
where a small, constant value Mrect = 5 × 10−4 mm2
was assigned to rectilinear trajectories as a more accurate
control shall be expected for rigid catheter with respect
to the steerable counterparts. An analysis of the results
suggests dmin decreases in a linear manner as the variance
of the tracking error (M) increases (linear curve fit, R-
square=0.979).
Curvilinear solutions produced improved results compared
to the rectilinear counterparts when M = 0 mm2 (no error
in trajectory tracking), as can be noticed by the fact that
the left-most boxplot stands above the level settled by the
rectilinear solutions (depicted in blue in Fig. 5 as median,
25th and 75th percentiles) but performance rapidly worsens
for greater values of M.
Fig. 5: Graph of the minimum distance from safety-critical obstacles over
the variance (M) of the trajectory tracking error.
V. DISCUSSION AND CONCLUSIONS
The work presents a comparison between standard straight
trajectory planning and a novel curvilinear planner integrated
with the EDEN2020 programmable bevel-tip needle, a sur-
gical probe for MIS capable of steering in 3D space by
exploiting the offset generated on its tip. In the context
of DBS, which represents the field of application of the
present work, different methods can be found for electrode
placement optimization as showed in [3], [12], but these
approaches consist of rectilinear solutions and, according
to the authors’ knowledge, no methods are proposed in
literature for curvilinear planning in DBS scenario.
The comparison was carried out using the distance from
safety-critical structures as a performance index for paths
estimated by the two different approaches. A substantial
equivalence is found when an identical level of inaccuracy is
assigned to the two planners ( M = Mrect = 5×10−4mm2)
whilst, for greater values of M, the curvilinear solution shows
a fast worsening of the performance. This is due to the fact
that the uncertainty margin increases its size proportionally
with the distance from the catheter EP by a factor
√
M, the
standard deviation of the tracking error, so given the same
trajectory length, a greater M determines a bigger uncertainty
margin, reducing the distance from safety-critical structures.
In light of these results, two main conclusions can be drawn.
Firstly, a small control error (and thus a high accurate
catheter modeling which determines good trajectory track-
ing) can lead curvilinear planning to overtake the perfor-
mance of standard rectilinear planning solutions in terms of
distance from obstacles. In addition, further improvement
in this sense can be achieved by developing a curvilinear
planner based on different approaches, as the potential field
method [28], which is known to maximize obstacle clear-
ance, or a planner that inherently optimizes the trajectory
not only for the total path length (as implemented in this
work) but also for the distance from brain structures, through
the definition of a proper cost function aimed at finding a
compromise between these two indexes.
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